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Aims Right ventricular (RV) septum is a non-apical site targeted during lead implantation. Electrocardiographic (ECG) recog-
nition of mid-septal lead location is challenging. The aim of the study is to determine ECG correlates of RV mid-septal
pacing.

Methods
and results

The present study is a pre-specified analysis of a prospective, multicenter study, which randomized recipients of an
implantable cardioverter defibrillator to an apical vs. mid-septal RV lead positioning. Following implantation, a 12-lead
ECG was recorded during intrinsic rhythm and RV pacing. In total, 227 patients, 121 in the apical group (76.9% males,
67.1+ 11.3 years) and 106 in the mid-septal group (82.1% males, age 64.7+12.7 years) were included. Apically as com-
pared with septally paced patients had significantly longer paced QRS duration (177.0+25.0 vs. 170.4+21.7, respect-
ively, P ¼ 0.03) and significantly more leftward paced QRS axis (271.6+33.38 vs. 9.4+86.58, respectively, P , 0.001).
A significantly higher proportion of patients in the mid-septal as compared with the apical group displayed predominantly
positive QRS in lead V6 (62.3 vs. 4.1%, P , 0.001), predominantly positive QRS in any of the inferior leads (53.8 vs. 4.1%,
P , 0.001), and a QR pattern in lead aVL (53.3 vs. 3.3%, P , 0.001). These ECG correlates were incorporated in a step-
wise algorithm with total sensitivity of 87% and specificity of 90% for the identification of a mid-septal lead location.

Conclusion A mid-septal lead location may be identified using a simple stepwise algorithm, based on the presence of positive QRS in
lead V6, positive QRS in any of the inferior leads, and a QR pattern in lead aVL.
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Introduction
Since the advent of cardiac pacing, the right ventricular (RV) apex has
been considered the typical site of endocardial lead positioning.
However, accumulating evidence has documented the detrimental

effect of apical pacing on cardiac function and patient outcome.1,2

From a pathophysiological perspective, apical pacing results in abnor-
mal electrical activation and myocardial contraction pattern, func-
tional mitral regurgitation, adverse left ventricular remodelling, and
unfavourable alterations in cardiac metabolism, regional perfusion
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and left ventricular hemodynamic properties.3 –7 The strategies that
have been adopted to avoid the negative consequences of apical
pacing include avoidance of RV pacing and/or implantation of RV
leads in non-apical sites.

The RV septum is one of the non-apical sites targeted during lead
implantation. The intraoperative documentation of lead placement at
the desired location is pursued by the use of fluoroscopy.8 However,
in case of mid-septal lead positioning, fluoroscopic validation of
accurate location may prove challenging due to the crescent-like
shape of the RV chamber which may obscure inadvertent lead posi-
tioning in the right anterior wall.9 Surface electrocardiogram during
RV pacing has also been proposed as an ancillary tool for recognition
of mid-septal lead placement. However, conflicting results have been
reported on proposed electrocardiographic (ECG) criteria suggest-
ive of mid-septal lead positioning.9 –12

The aim of the study was to determine ECG characteristics of
mid-septal pacing in a cohort of implantable cardiovetrer defibrilla-
tor (ICD) recipients randomized to an apical vs. mid-septal RV lead
positioning.

Methods

Patient population
The methodology of the SPICE study has been previously reported.13,14

In brief, patients with a standard indication for ICD implantation were
included in the study and were randomized in a 1 : 1 ratio to an apical
vs. mid-septal RV lead positioning. All patients had provided written
informed consent for their participation in the study.

The ECG substudy of the SPICE study was specifically designed to in-
vestigate the ECG characteristics of mid-septal pacing in the setting of this
randomized, prospective trial, where the lead positioning was documen-
ted fluoroscopically inboth right and left anterioroblique projectionsand
was reviewed by an independent adjudication committee blinded to the
randomized site. The following surface 12-lead electrocardiograms were
recorded for further analysis of predefined secondary endpoints: (a)
intrinsic ECG before implantation and (b) RV only paced ECG (DDD
with shortest programmable atrioventricular delay or VVI at a rate
faster than the spontaneous rate) to ensure recording of fully paced
complexes and avoid fusion.

In total, 299 patients were enrolled in the SPICE study. The ECGs
recorded by individual investigators were scanned centrally. Two
reviewers blinded to lead positioning performed the on-screen measure-
ments of selected ECG parameters. In case of disagreement in ECG inter-
pretation the opinion of a third reviewer, unaware of patients’ allocation,
was taken into consideration. The local investigators provided ECGs of
263 patients. Among those, the estimated parameters could not be

measured in 36 patients for the following reasons: (a) RV paced
12-lead ECG not available or incomplete (precordial or limb leads
missing), n ¼ 17; (b) not fully paced ECG, n ¼ 11; (c) low-quality ECG
scanning, n ¼ 4; and (d) ECG inconsistent with RV pacing probably due
to inadvertent classification as RV pacing ECG, n ¼ 4 (e.g. QS in lead I
and monophasic R in V1 in cardiac resynchronization therapy recipients).

Electrocardiographic measurements
The following ECG parameters were measured in the fully RV paced
ECG:

(a) QRS width: The QRS width was defined as the maximal QRS duration
among all leads.

(b) Net amplitude of QRS complex: In each lead, the net amplitude of the
QRS complex was calculated as maximal positive minus maximal
negative deflection voltage of the QRS complex (R–Q–S).

(c) Frontal QRS axis: The QRS axiswascalculated in degrees by the vector
method using the net voltage of QRS complexes in leads I and aVF.

(d) Morphology of the QRS complex: In all leads, QRS morphology was
determined and classified in one of the following patterns: qR, Qr,
QR, QS, rS, Rs, RS, monophasic R, rsr, and qrs.

(e) Vector of the QRS complex: In each lead the vector of the QRS complex
was ascertained based on the net voltage of the QRS complex. The
vector was classified as positive if the net amplitude was .0.05 mV,
negative if ,20.05 mV,and isoelectric if between 20.05and0.05 mV.

In the spontaneous ECG, the QRS width and frontal QRS axis were
calculated.

Statistical analysis
Continuous data are presented as mean+ standard deviation, while cat-
egorical data as count and percentages. Pearson’s x2 test for categorical
variables and Student’s t-test for continuous variables were employed to
compare parameters between groups of interest. We calculated the sen-
sitivity, specificity of the evaluated ECG criteria based on the following
formulas: (a) sensitivity ¼ true positive/(true positive and false negative)
and (b) specificity ¼ (true negative/true negative and false positive). All
testswereconsidered tobe significant at the0.05 level. Statistical analyses
were performed with SPSS statistical software (version 16.0, SPSS).

Results

Patient population
In total 227 patients, 121 in the apical group and 106 in the mid-septal
group had acomplete paced 12-lead ECG available for digital analysis.
The baseline characteristics of the patient population are presented
in Table 1. During intrinsic rhythm, there was no significant difference
in the mean QRS duration and the mean frontal QRS axis between
the compared groups.

Difference in electrocardiographic
characteristics between mid-septal
and apical pacing groups
Patients randomized in the apical group had significantly prolonged
QRS duration during RV pacing as compared with those in the
mid-septal group (177.0+25.0 vs. 170.4+21.7 ms, respectively,
P ¼ 0.03). Furthermore, the difference in QRS duration between
RV pacing and spontaneous rhythm displayed a trend towards statis-
tical significance when comparing the apical vs. the mid-septal group
(58.2+29.2 vs. 50.5+30.3 ms, respectively, P ¼ 0.057). Patients

What’s new?
† Predominantly positive QRS in lead V6, predominantly posi-

tive QRS in any of the inferior leads, and a QR pattern in
lead aVL are electrocardiographic (ECG) correlates of mid-
septal lead location.

† The incorporation of these ECG criteria in a stepwise algo-
rithm enables identification of a mid-septal lead location
with a total sensitivity of 87% and a specificity of 90%.
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with an apical RV lead, as compared with those paced in the septum,
had a significantly more leftward paced QRS axis (271.6+33.38 vs.
9.4+ 86.58, respectively, P , 0.001) and a significantly higher differ-
ence in QRS axis between RV paced and intrinsic rhythm (273.4+
59.48 vs. 11.4+97.88, respectively, P , 0.001). A leftward axis
(2308 or more) was present more often among apically paced
patients as compared with those paced from the septum (96.7 vs.
47.6%, P , 0.001).

A significantly higher percentage of patients in the mid-septal as
compared with the apical group displayed a QR pattern (qR, QR,
or Qr but not QS) in lead I (56.6 vs. 22.3%, P , 0.001) and in lead
aVL (53.3 vs. 3.3%, P , 0.001). A predominantly positive QRS in
any of the inferior leads (II or III or aVF) was significantly more fre-
quent among septally paced patients in comparison with those
paced from the RV apex (53.8 vs. 4.1%, P , 0.001). A predominantly
positive QRS in lead V6 was found significantly more often when
pacing from the septum as compared with apical pacing (62.3 vs.
4.1%, P , 0.001).

Diagnostic algorithm
A summary of the electrocardiograhic criteria that could be used as
indicators of a RV mid-septal lead positioning as well as the respective
values of sensitivity and specificity are presented in Table 2. However,
since none of these ECG findings presents predictive accuracy that
could be of value for the clinician in everyday clinical practice, we
developed a stepwise algorithm which can accurately identify the
lead position based on the following criteria: (a) predominantly posi-
tive QRS in lead V6, (b) predominantly positive QRS in any of the
inferior leads, and (c) presence of QR pattern in lead aVL (examples
presented in Figures 1 and 2). The absolute numbers of true and false-
positive diagnoses as well as the values of sensitivity and specificity at
each stepof the proposedalgorithmarepresented in Figure3. Theuse
of the proposed criteria resulted in a total sensitivity of 87% and a

. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

Table 1 Baseline characteristics of the patient
population

Apical site
(n 5 121)

Mid-septal site
(n 5 106)

P-value

Male gender 76.9% 82.1% 0.33

Age (years) 67.1+11.3 64.7+12.7 0.13

NYHA class 2.4+0.8 2.4+0.8 0.94

Diabetes 28.1% 31.1% 0.62

Hypertension 68.6% 64.2% 0.48

Ischaemic
cardiomyopathy

59.5% 53.8% 0.38

Ejection fraction 28.2+11.4 28.1+10.4 0.94

CRT-D 33.9% 33.0% 0.89

Baseline QRS
duration (ms)

119.9+31.5 121.1+28.6 0.76

Baseline QRS axis (8) 1.5+53.8 23.2+57.2 0.53

LBBB 30.8% 31.4% 0.92

NYHA, New York Heart Association; CRT-D, cardiac resynchronization therapy—
defibrillator; LBBB, left bundle branch block.

. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .

Table 2 Sensitivity and specificity values of ECG
parameters which could be used as indicators of a
mid-septal lead positioning

ECG parameter Sensitivity
(%)

Specificity
(%)

Predominantly positive QRS in lead V6 62.3 95.9

QR (qR, QR, Qr but not QS) pattern
in lead I

56.6 77.7

QR (qR, QR, Qr but not QS) pattern
in lead aVL

53.3 96.7

Predominantly positive QRS in any
of the inferior leads (II, III, aVF)

53.8 95.9

ECG axis less leftward than 2308 52.4 96.7

Figure 1 Electrocardiography during mid-septal pacing. Twelve-
lead ECG of a patient paced from the RV mid-septum (110 pulses
per minute—paper speed 50 mm/s). All the ECG criteria integrated
in the proposed algorithm are displayed: (A) predominantly positive
QRS in lead V6, (B) predominantly positive QRS in any of the inferior
leads (lead II and aVF in the current example), and (C) qR in lead aVL.

Stepwise electrocardiographic algorithm for differentiation 917
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specificity of 90% for the identification of a mid-septal lead location.
When the presence of a QR pattern in lead I was used at the step 3 of
the proposed algorithm instead of the presence of a QR pattern in
lead aVL, then the total sensitivity was improved to 93% with a trade-
off of a considerably reduced specificity of 71%.

Discussion
The main finding of this specifically designed substudy of the pro-
spective SPICE study is the identification and validation of ECG cor-
relates of RV mid-septal lead location in a cohort of ICD recipients
randomized to a mid-septal vs. an apical lead positioning. Further-
more, we integrated these criteria in an easy to use, practical, step-
wise algorithm, which could be of value in everyday clinical practice.

Theexistingdatapertaining toECGcharacteristicsofaRVmid-septal
lead position are limited. In a cross-sectional study of 34 paced patients,
Ng et al. reported that apical pacing had a significantly more prolonged
QRS duration as compared with mid-septal pacing. The echocardio-
grahic confirmation of pacing site revealed a true mid–mid-septal

lead location in only 2 of 17 patients in the mid-septal pacing group.15

Domenichini et al.12 randomized 59 patients to an apical vs. mid-septal
lead positioning with an echocardiographic confirmation of pacing site.
Based on their findings, mid-septal pacing resulted in a significantly
shorter QRS duration (150+15 vs. 158+17ms) and a significantly
more leftward QRS axis (276+148 vs. 231+638) as compared
with apical pacing. Furthermore, they reported that a negative QRS
complex in lead I, without differentiating between QS and QR patterns,
was not an accurate marker of true mid-septal RV lead position.12

However, it should be pointed out that a truly mid-septal position
was achieved in only 54% of patients in the mid-septal group, due to
inadvertent lead positioning in the anterior wall.

Anatomic considerations
The RV has a complex anatomy, displaying a triangular shape when
viewed from the front and a crescent shape when viewed in cross
section.16 An important spatial characteristic of the RV is that
it ‘wraps around’ the left ventricle. The curvature over the left
ventricle results in a more leftward location of the RV apex in relation

Patient A Patient B

Figure 2 Electrocardiography during mid-septal pacing—patients 2 and 3. Additional examples of 12-lead RV paced ECGs in two patients with
mid-septal RV lead location (paper speed 50 mm/s), presenting the introduced ECG criteria.
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to the RV mid-septum. Furthermore, the apex of the right ventricle is
caudally situated in relation to other parts of the right and left ventricle,
and is frequently inferior even to that of the left ventricle.17 Based on
these anatomic considerations, when pacing from RV septum, the site
of onset of ventricular depolarization results in a wavefront pro-
pagation directed more leftward and more downwards as compared
with the depolarization vector during pacing from an RV apical site.

These considerations are supportive of our findings, showing a sig-
nificantly increased percentage of septally paced patients with a pre-
dominantly positive QRS in V6 (more leftward depolarization) and in
any of the inferior leads (more high-to-low depolarization) as com-
pared with those paced from the RV apex. The latter finding is also
consistent with the significantly less leftward paced QRS axis in the
mid-septal as compared with the apical group. Furthermore, pacing
fromthe RVseptumresulted in a significantly narrowerQRSduration
which may reflect the earlier invasion of the normal conduction
system. These data are in agreement with those of Domenichini
et al.12 Given that the observed differences of QRS duration were
subtle, although statistically significant, the existing discrepancy in
the literature could be attributed to differences in patients character-
istics and methodological issues mostly related to the perioperative
validation of a truly mid-septal positioning.

Proposed stepwise algorithm
The first two steps of the proposed diagnostic algorithm included the
commented criteria of a predominantly positive QRS in V6 and sec-
ondly a predominantly positive QRS in anyof the inferior leads. These
two criteria, when applied consecutively resulted in a sensitivity of

74% and a specificity of 93%. The third step included the presence
of a QR pattern in lead aVL, and resulted in sensitivity of 87% and a
specificity of 90%. In our patient cohort, we found a significantly
higher percentage of septally paced patients displaying a QR
pattern in lead aVL, as well as in lead I, in comparison with patients
paced from the RV apex. Previous studies have shown that pacing
from the mid-septal part of the RV outflow tract is associated with
a negative or isoelectric vector in lead I.10,18 However, Burri et al.19

reported that ECG indices, including a negative QRS complex in
lead I, cannotbe used reliably tovalidate amid-septal lead positioning.
Furthermore, Balt et al.11 demonstrated the existence of a significant
overlap in ECG pattern between mid-septal and non-mid-septal
(anterior and free-wall) pacing sites in the RV outflow tract. The
existing discrepancy may be attributed to diversities in patient popu-
lations, variant methods of validating the intended pacing site, differ-
ent pacing location in the control group (RVapex, anteriorRVwall, or
non-septal RV outflow tract), and inadvertent lead location in pacing
sites different from the intended one.

Limitations
In our study, fluoroscopy was selected as the gold standard for valid-
ation of the pacing location. However, due to the crescent shape of
the RV, fluoroscopical differentiation of lead location at the RV
septum vs. RV free wall is not accurate. Therefore, despite the verifi-
cation of final lead position by a blinded adjudication committee
based on both right and left anterior oblique fluoroscopic projec-
tions, the likelihood of inadvertent free-wall positioning of leads cate-
gorized in the mid-septal group cannot be excluded. Although the
implementation of imaging methods, such as echocardiography or
computerized tomography scanning, could overcome this caveat,
their everyday use is time consuming, expensive, and usually not
feasible.

It should also be noted that the criteria incorporated in the pro-
posed diagnostic algorithm were derived from a comparison
between apical and mid-septal lead positioning and therefore these
criteria are not necessarily accurate in the differentiation of a mid-
septal vs. an anterior lead location. This hypothesis needs to be
tested in future studies.

Conclusions
The present study evaluated ECG correlates of a mid-septal lead
location in a cohort of ICD recipients randomized to an apical vs. a
mid-septal pacing site. A mid-septal lead location may be identified
using a simple stepwise algorithm, based on the presence of positive
QRS in lead V6, positive QRS in any of the inferior leads, and a QR
pattern in lead aVL.
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Figure 3 Proposed ECG algorithm. Detailed classification of
patients with true and false-positive diagnoses in each step of the
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